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’^PRECISION 
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15 MHz, AC/DC/Battery 

Dual-Trace 


MINI-SCOPE 


PARTS LIST 
488-Z58-9-004C 


SCHEMATIC 

SYMBOL 


DESCRIPTION 


DYNASCAN 
PART NO. 


RESISTORS 

Unless otherwise specified on schematic, unlisted resistors 

1/4 W. See schematic diagram for value of unlisted resitors. 
R? ?7 107 

108 109 y 5 kft, 20% Trimmer Pot.008 

R4 1.87 kft, 1/4 W, 1% Metal Film.015- 

R5 61.9 kft, 1/4 W, 1% Metal Film.015- 

R6 4.7 ft, 1/2 W, 1% Wirewound. 004- 

Rll 2 kft, 20% Trimmer Pot . 008- 

R32 1/4 ft, 1 W, 1% Wirewound. 004- 

R39 1/2 ft, 1 W, 1% Wirewound. 004- 

R40/R53 50 kft/1 kft, Dual Concentric Potenti¬ 

ometer (ASTTG/TRACE ROTATION)... 008- 

R45 5 Mft, 1/4 W, 20% Potentiometer. 008- 

R48, 69 50 kft, 20% Trimmer Pot. 008- 

10 kft, 1/4 W, 20% Potentiometer, 

Includes SI . 008- 

R104, 110 4.99 kft, 1/4 W, 1% Metal Film.015- 

R105 10.0 kft, 1/4 W, 1% Metal Film.015- 

R106 24.9 kft, 1/4 W, 1% Metal Film.015- 

Rlll 61.29 kft, 1/4 W, 1/4% Metal Film.011- 

R112 6.81 kft, 1/4 W, 1/4% Metal Film.011- 


are ±5%, 
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COMPOSITE 
49 9-189-9-001C 
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_NgTE^ 

I.) R226 IS PART OF S203 
20 R230 IS PART OF S20A 
SO S209 IS PART OF R220 
4.) S206 IS PART OF R223 


LAST SYMBOL USED 
R20I-R266 
C20I-C240 
020I-Q2I4 

0201-DZII 
IC 201 — IC204 


SYMBOL NOT USED 




+C227 --L<C22a 
\ 10 71 ~ 10 



TO POWER SUPPLY 
BOARD 



VERTICAL BOARD 



















































VIEWED FROM 
TOP OF SWITCH 


PIN NUMBERS SHOWN ON 
SCHEMATIC AS CIRCLE NO- 











































































